Addendum

Missouri Department of Natural Resources
Environmental Services Program

Addendum

Reason: Reprinted by individual sample
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Order ID 091013003 Program, Contact: ESP  Tim Rielly é
Report Date: 11/03/2009 LDPR/JobCode: FELZB / NPLOZBL 1
Order Comment: TR R IEG

Sample: ABQ07994 Facility ID: Site: Lake of the Ozarks Baseline Survey

BRI

Customer #: 0932031

County:

Collector: CHRIS RADCLIFFE

Sample Comment:

C-11

Sample Reference ID: _
Affiliation: ESP

Coliect Date: 10/12/2008 4-45:00PM

Test Parameter Result Qualifier Units QC Batch b  Method
507/508 ‘Adachior <0.25 ND.06 ugiL 1.663 507/508
B807/508 Atdrin <Q.1 ND,0OB ug/L 1,683 507/508
507/508 Arochlor 1016 (PCB-1018) <0.25 ND ug/L 1,663 507/508
507/508 Arachlor 1221 (PCB-1221) <0.25 ND ugiL 1,663 507/508
5(17/508 Arochlor 1232 (PCB-1232) <0.25 ND ugf 1.663 507/508
507/508 Arochlor 1242 (PCB-1242) <0.25 ND ug/t 1,663 507/508
507/508 Arochior 1248 (PCB-1248} <0.25 ND ug/L 1,663 507/508
507/508 Arochior 1254 (PCB-1254} <0.25 ND ugfL 1,683 507/508
507/508 Arochior 1260 (PCB-1260) <0.25 ND ugfL 1,663 5071508
507/508 Atrazine 0.42 05 ugiL 1,663 5071508
507/508 Butachior <0.25 ND ug/L 1,663 507/508
507/508 Chiordane <1 ND ugft 1,663 507/508
507/508 Cyanazine «0.25 ND ugfL 1,663 507/508
507/508 Diefdrin <0.1 ND ugfL 1,663 507/508
507508 Endrin <0.1 ND ugfL 1,663 507/508
5071508 gamma-BHC (Lindane) <04 ND ugfl 1,663 507/508
507/508 Heptachlor <0.1 ND ug/t 1,663 507/508
5074508 Heptachlor Epoxide <0.1 ND ugfit 1,663 507/508
807/508 Hexachlorobenzene <{.1 ND,06 ug/l 1,663 5071508
5071508 Hexachiorocyclopentadiene <0.1 ND, 06 ug/L 1,663 5071508
5071508 Methoxychior <0.1 ND ugil 1,663 5071508
5071508 Metolachior <0.25 ND.0& ug/il 1,663 507/508
507/508 Metribuzin <0.25 ND ug/t 1,663 507/508
5071508 Propachlor <0.25 ND ugil 1,663 5071508
507/508 Simazine <0.25 ND ugfi. 1,663 507/508
507/508 Toxaphene <1 ND ug/L 1,663 507/508
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Sample: AB07994 Facility ID: Site: Lake of the Ozarks Baseline Survey
!illlH Ll e G S i et : 1912000 4 4500PM
Collector: CHRIS RADCLIFFE Affiliation: ESP Collect Date: 10/12/2009 4.45.00PM
Customer #: 0932031 Sampie Comment: o1
Test Parameter Result Qualifier Units QC Batch ID Method
5077508 Triflorahn < ND ol 1,663 5077508
Chleride T Chloride 5.31 '_ mag/L 1,704 SM4s00-CFE
E. coli - - — = E colf T 201 mpn/100m| T "5M9223B
Fieid Dmsolum - Field Dissolved Oxygen T T Bos mgil T T '8M4500-0-G
FeldpnH - 7 = "Field pH _ I T pH Units “EPA 1501
Field Specific Conducﬂwty - Fiald Specific Conductwny T 254 uSicm T “sM2510
Field Temperature Field Temperature” - “o0C - = T EPA 1701
Nan-Filterable Residue Non-Filterable Residue T1i0 T " mg/l 1,636 SM 2540-D
Petroleum Fractions TPH as Gasoline™—  ~ <500 T T 'ND T Tugic T T a7 OA2
Petrofeum Fractions TPH as Hydraulic Fluid - T <00 TND T Tugn T 1647 OA2
Petroleumn Fractions TPH as Jet Fuet <500 T TND T T ugll 1647  OA2 -
Petroleum Fractions TPH as JP4 T T T T esp0 _ ND  ugll T T {847 OA-Z
Petroleum Fractions T T T TPH as Kerosene _ T s ND ug/L T 18470 0A2 -
Petroleum Fractions T " T TPH as Mineral Spirits T <500 ND ug/t 1647 oA2
Petroleurn Fractions © 7 7FPHasNo. 1 Diesel o <500 ND ugrL 1647 ©0AZ
Petroleum Fractions TPH as No. 2 Diesel <500 - ND ug/L 1647 oAz
Petroleum Fractions TPH as No. 3 Biesel  ~  <s00 ND Tugit 1,647 OA-2 -
Petroleum Fractions - - = TPH as No. 4 Diese! o T <500 ND ug/L 16847 0OA2
Petroleum Fractions - T TPH as No, 5 Diesel T <500 T ND ugiL T 1647  DA2
Pefroleum Fractions h " TPH as No. & Diesel - <500 ND ug/L T 1847 T QA2
Petroleumn Fractions T TPH as Waste Oil T <500 ND ug/L 1647 OA2 T T
Totai Alkalinity as CaC03 Total Alkalinity as CaCO3 955 _ g/l 1805  sMm23%08B
Total Nitrogen T Total Nitrogen 0.55 _ mg/L 1736 1-2650-03
Total Phospherus Total Phosphorus 0.05 - ma/L 1.771 L10-115-011-C
Turbidity- WOMS Turbidity-WQMs - ~—s13 - NTU ' EPA 1801
VOAs ' T 11,12 Tetrachloroethane_— - a5 T ND Tug/l T T 1,581 8260B
VOAs T 1.1 1-Trichloroethare <05 " ND Tugll 1,581 82608
VOAs o 11,2, 2-Tetrachlorethane - <05 ND ugil. 71,581 82608
VOAs T " 1.1, 2 Trichlorosthane <05 ~ TND “ugll 1,581 82608
VOAs 1 1-Dichlcroethane T kes T ND Tugll 1.681 g2608
VOAs - 1.1-Dichloroethene T T <5 ND gl 1581 gz60B
VOAs B T 1,1-Dichloropropanone — <1 ND ugil 1581 T B260B
VOAs 1.1-Dichloropropene <05 T ND T ug/L 1,581 g260B
VOAs oo 7 123 Trichlorobenzere <2.5 T ND ugiL 1581 82608
voas 12, 3 -Trichlaropropane - <05 ND ugiL T 1581 T 8260B
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Sample: AB(07994 Facility 1D: Site: Lake of the Ozarks Baseline Survey

mm{iwummmm" Ez::%:r_ CHRIS RADCUFFE "'_i%f%:l?ﬁ:gf;;eggg_lp;” ~ Collect Date: 10/12/2009 4:45.00PM

Customer #: 0932031 Sample Comment:  0-11

Test Parameter Result Qualifier Units QC Batch ID Methaod
VOAs 1.2,4-Trchiorobenzene <25 ND ugil 1,581 §260B
VOAs 1,2,4-Trimethylbenzene <Q.5 ND ugfL 1,581 §260B
VOASs 1.2-Dibromo-3-chloropropane <05 ND ug/l 1,581 82608
VOAs 1.2-Dinromoethane (EDB) <0.5 ND ug/L 1,581 82608
VOAS 1.2-Dichlercbenzene <0.5 ND ug/l. 1,581 82608
VOAs 1,2-Dichloroethane <05 ND ugfl 1,581 8260B
VOAs 1,2-Dichloropropane <0.5 ND ugi/lL 1,581 8260B
VOAs 1,3,5-Trimethylbenzene <0.5 ND ugfl 1,581 82608
VOAS 1,3-Dichlorabenzene <0.5 ND ugfL 1,581 82608
VOAs 1,3-Dichloropropane <0.5 ND ug/L 1,581 82608
VOAs 1,4-Dichlorobenzene <05 ND ug/L 1,581 82608
VOAs 1-Chorobutane <0.5 ND ugilL 1,581 82608
VOAs 2,2-Dichloropropane <0.5 ND ug/l. 1,881 82608
VOAs 2-Butanone (MEK) <2.5 ND ugi 1,581 8260B
VOAs 2-Chlorotoluene <0.5 ND ugilL 1,581 82608
VOAs 2-Hexanone <1 ND ug/L 1,581 826008
VOAS 2-Nitropropane <05 ND ugfiL 1,581 82608
VOASs 4-Chlorotoluene <Q.5 ND ugfL 1,581 82608
VOAs 4-Methyl-2-pentanone{MIBK) <0.5 ND ugiL 1,581 82608
VOAS acetone <10 ND ugflL 1.581 8260B
VOAs Acrylonitrile <1 ND ugfi. 1,581 8260B
VOAs Allyl Chloride <0.5 ND ugft 1,581 826068
VOAs Benzene <0.5 WD ug/l 1,581 82608
VOAS Bromobenzene <0.5 ND ug/l 1,581 82608
VOASs Bromochlaromethane <0.5 NG ug/l 1,581 B260B
VOAs Bromodichloromethane <0.5 ND ug/L 1,581 82608
VOAs Bromoform <0.5 ND ug/L 1,581 82608
VOAs Bromomethane <25 ND ug/L 1,581 82608
VOAS carbon disulfide <0.5 ND ugflL 1,581 82608
VOAs Carbon Tetrachloride <0.5 ND ug/L 1,581 82608
VOAs Chloroacetonitrile <125 ND g/l 1,581 82608
VOASs Chlorobenzeng <0.5 ND ugfl 1,681 82608
VOAs Chloroethane <2.5 ND ugfl 1,581 a260B
VOAs Chloroform <0.5 ND ug/L 1,581 82608
VOAs Chloromethane <12.5 ND ug/L 1,581 8260B
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Sample: AB07994 Facility ID: Site: Lake of the Ozarks Baseline Survey

[ : S ie Ref iD:
IR o RIS RADCLIFFE  a T ot Date 10M315005 445 00PM

Customer #: 0932031 Sample Comment: G-

Test Parameter Result Qualifier Units QC Batch ID Methad

VOAs cis-1,2-dichloroethene <0.5 ND ug/l 1,581 8260B

Voas T T 6s A 3.Dichloropropene <05 B ND T Tugll T T1EaY T T 82608 T
VOAs T T YT T Dibromochloromethane <05 ND ugil~ 1.581 82608

VoAs T T T T T Dibromomethane T <05 ND ugil™ 1581 82608

VOAs - T Dichlorodifiuoromethane <05 ND "ugil "T1,581 82608 -
voas T T T T "Diethyrether T T T T 0 ND ugil 1,581 82608 -
VOAs Ethylbenzene <0.5 TTTHD ugil TiB81 T s2éoB T T
VOAs Ethyimethacrylate ' <0.5 TUTUTTTTTTRD T gl T 1s81 7 gZéaB
VOAs ' Hexachiorobuladiene < T ND  Tugh T T 1ss1 T széoe 7
VOAs Hexachloroethane <05 ND ugl. 1581 " &2608
VOAs T lodomethane <25 7T NG ugh.” T Yms7 T azeoB T T
VOAs isopropylbenzene ' Yes ND ugl. 1581 82608 -
VOAs T T T  map-Xylenes T <0.5 ""ND Tugll 1581 $2608

voas T T T T T T Methaerylonitrile 05 TTUND T T Tugil T "1 881 82608 R
voas T T T Methyd Acrylate T T <5 CTUNDTTTTTT T ugh 1 581 82608

VOAs T Methylene chioride T e T TN T a1 e8T 8ze0B T
VOAs T Methylmethacrylate o T ND ugh. 4881 ge0B T T T
VOAs “_ " Methylt-butyl ether h <05 ND ugil. 1,581 82608 o
VOAs "7 "Naphthalene h Y- ND ugil. 1,581 82608 T
VOAs T T WBatylbenzene T ks "TTND “ugil 1581 82608 ""
Woas T T "Nitobenzene T <5 CTTUNDTTT T gl T 71581 T 8260B

voas T T T T T hPropylbenzene Coo <0.5 CTTUNDTTT T T TwgflT T T1581 82608

T = ¢ - S v B TY N 1581 82608

VOAs T T T T T Pentachioroethane T <0.5 CUTTTTTUND T T T agilT T T T 1581 T 82608

Voas T pisopropyltoluene - <05 T T TTRD T g, T T i s8y T eze0B
VOAs ™~ h Propionitrile <10 " ND ugh. T 1ss1 geoB
voas 7 sec_Butylbenzene <05 7 7 ND ugl. T Tisst T EeeoB T T
VOAs Styrene ' h "'<05 ND g/l "TT1581 82608 -
VOAs — B T T TenButyibenzens T T T T T UNDT T T Twei T 1,581 82608
voas T Tetrachloroethene <05 " ND ugil. “"1s81 ~ szeoB
VOAs ' Tetrahydrofuran 25 " ND ug/L_ 1,581 82608 T
VoAs ~ T T T olwene T T T T T s TTUND T N 1581 82608

VOAs ' - Total Xylenes B <1 h CURDTTTT T ol T T 1581 828
VOAs . "trans-1,2-Dichloroethene <05 ND ugiL 1,581 82608 -
VOAs """ trans-{ 2-Dichloropropene T ens ND ug/l 1,581 82608 T
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Customer #; 0932031

Samﬁale: ABQ7994 Facility 1D:

mmmmﬂﬂmm{ %2::33?_ CHRIS RADCLIFFE

Sample Comment: -1

Site: Lake of the Ozarks Baseline Survey

__Sample Reference ID:

Affiliation: ESP

" Collect Date: 10/12/2009 4:45:00PM

Test Parameter Resuit Qualifier Units QC Batch ID Method
VOAs trans-1,4-Dichloro-2-butene <{}.5 ND ugfL 1,581 52608
VOAS Trichlorgethene <Q.5 ND ugfl 1,581 82608
VOQAs Trichlorofluoromethane <25 ND ugfl 1,581 82608
VOAS Vinyl Chloride <0.5 ND ugfl 1,581 82608
The analysis of this sample was performed in accordance with procedures approved or recognized by the U.S Environmental Protection Agency.
Qualifier Descriptions
01 Improper collection method 02 improper preservation
03 Exceeded holding time 04 Anaiyzed by Contract Laboratory
05 Estimated value, detected below PQL 06 Estimated value, QC data cutside limits
07 Estimated value, analyte outside calibration range 08 Analyte present in blank at > 1/2 reparted value
- { 09 Sample was diluted during analysis 10 Laboratory error
11 Estimated value, matrix interference 12 Insufficient quantity
13 Estimated value, true result is > reported value 14 Estimated value, non-homogeneous sample
15 No Resutlt - Failed Quality Controls Requirements 16 Not analyzed - relaied anaiyte not detected
. 17 Results in dry weight 18 Sample pH is outside the acceptable range
Chn,s Boldt, Labora'fory Manager 19 Estimated value 20 Not analyzed - instrument failure
E'nwronm?ntal S'en"v!ces Program 21 No result - spectral interference 22 pH was performed at the Laboratory
Field Services Division ND Not detected at reported value
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