
 
MISSOURI DEPARTMENT OF NATURAL RESOURCES 

 
DRINKING WATER LABORATORY 

 
CERTIFIED PARAMETER LIST 

 
This is to certify that 

 
 
 

Kansas City Water Services 
Laboratory 

 
located at  

 

2 Northeast 32nd Avenue, Kansas City, Missouri 
 
 

has been approved to perform the indicated procedures on drinking water under the 
Missouri Public Drinking Water Regulations (10 CSR 60-5.020).  Specific method 

numbers or references are included in parenthesis when appropriate. 
 
 

METALS 
EPA 200.7 - Aluminum, Arsenic, Barium, Beryllium, Cadmium, Calcium, Chromium, Copper, 
Total Hardness (calculated), Iron, Magnesium, Manganese, Nickel, Potassium, Silica as SiO2, 

Silver, Sodium, Tin, Zinc; EPA 200.8 – Antimony, Arsenic, Lead, Selenium, Thallium;  
EPA 245.2 – Mercury  

 
 

INORGANIC NONMETALLIC CONSTITUENTS 
SM 4500Cl-D – Chlorine; SM 4500CN-E – Cyanide; SM 4500H+B – Hydrogen Ion (pH);  

SM 4500P-E - Ortho-Phosphate; EPA 300.0 – Bromide, Chloride, Fluoride, Nitrate, Nitrite, Sulfate 
 
 

PHYSICAL & AGGREGATE PROPERTIES 
SM 2120D – Color; SM 2130B – Turbidity; SM 2320B – Alkalinity; SM 2510B – Conductivity; 

SM 2540B – Total Solids; SM 2540C – Total Dissolved Solids (TDS) 
 
 

AGGREGATE ORGANIC CONSTITUENTS 
SM 5310B – Dissolved Organic Carbon (DOC) and Total Organic Carbon (TOC) 
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ORGANIC COMPOUNDS 
 

EPA 504.1 – 1,2-Dibromo-3-Chloropropane (DBCP), Ethylene Dibromide (EDB);  
EPA 508.1 – Alachlor, Dieldrin, Endrin, Heptachlor, Heptachlor Epoxide, 

Hexachlorobenzene, Hexachlorocyclopentadiene, Lindane, Methoxychlor, PCB-1221, 
PCB-1232, PCB-1242, PCB-1248, PCB-1254, PCB-1260, Propachlor, Technical 

Chlordane, Toxaphene, Trifluralin;  
EPA 515.4 – 2,4,5-T, 2,4,5-TP (Silvex), 2,4-D, 2,4-DB, Acifluorfen, Bentazon, 

Chloramben, Dacthal acid metabolites, Dalapon, Dicamba, Dichlorprop, Dinoseb, 
Pentachlorophenol, Picloram; EPA 524.2 – 1,1,1,2-Tetrachloroethane,  

1,1,1-Trichloroethane, 1,1,2,2-Tetrachloroethane,  
1,1,2-Trichloroethane, 1,1-Dichloroethane, 1,1-Dichloroethene, 1,1-Dichloropropene,  

1,2,3-Trichlorobenzene, 1,2,3-Trichloropropane, 1,2,4-Trichlorobenzene,  
1,2,4-Trimethylbenzene, 1,2-Dichlorobenzene, 1,2-Dichloroethane, 1,2-Dichloropropane,  

1,3,5-Trimethylbenzene, 1,3-Dichlorobenzene, 1,3-Dichloropropane,  
1,4-Dichlorobenzene, 1-Chlorobutane, 2,2-Dichloropropane, 2-Chlorotoluene,  

4-Chlorotoluene, 4-Isopropyltoluene, Benzene, Bromobenzene, Bromochloromethane, 
Bromodichloromethane, Bromoform, Bromomethane, Carbon Tetrachloride, 

Chlorobenzene, Chloroethane, Chloroform, Chloromethane, cis-1,2-Dichloroethene,  
cis-1,3-Dichloropropene, Dibromochloromethane, Dibromomethane, 

Dichlorodifluoromethane, Dichloromethane (Methylene chloride), Ethylbenzene, 
Isopropylbenzene, m/p-Xylene, Methyl tert-butyl ether (MTBE), Naphthalene,  

n-Butylbenzene, n-Propylbenzene, o-Xylene, sec-Butylbenzene, Styrene,  
tert-Butylbenzene, Tetrachloroethene, Toluene, trans-1,2-Dichloroethylene,  

trans-1,3-Dichloropropylene, Trichloroethene, Trichlorofluoromethane, Vinyl chloride, 
EPA 525.2 – Acenaphthylene, Anthracene, Atrazine, Benzo(a)anthracene, 

Benzo(a)pyrene, Benzo(b)fluoranthene, Benzo(g,h,i)perylene, Benzo(k)fluoranthene, 
Bromacil, Butachlor, Chrysene, Dibenz(a,h)anthracene, Diethylphthalate, 

Dimethylphthalate, Di-n-butylphthalate, Fluorene, Indeno(1,2,3-cd)pyrene, Metolachlor, 
Metribuzin, Molinate, Naphthalene, Phenanthrene, Pyrene, Simazine;  

EPA 526 – Cyanazine, Prometon; 
EPA 531.1 – 3-Hydroxycarbofuran, Aldicarb (Temik), Aldicarb Sulfone, Aldicarb Sulfoxide, 

Carbaryl (Sevin), Carbofuran (Furaden), Methiocarb, Methomyl (Lannate), Oxamyl;  
EPA 552.2 – Monochloroacetic acid, Monobromoacetic acid, Bromochloroacetic acid, 

Dibromoacetic acid, Dichloroacetic acid, Total haloacetic acids (HAA5), Trichloroacetic acid 
 
 
 

Expiration Date: June 30, 2017 
Certificate No.:  130 
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MISSOURI DEPARTMENT OF NATURAL RESOURCES 
 

DRINKING WATER LABORATORY 
 

CERTIFIED PARAMETER LIST 
 

This is to certify that the following personnel of the 

 

Kansas City Water Services Laboratory 
located at 

2 NE 32nd Avenue, Kansas City, Missouri 
 

have been approved to perform the indicated procedures on drinking water under the Missouri 
Public Drinking Water Regulations (10 CSR 60-5.020): 

 
PERSONNEL 

 
David Greene – Laboratory Manager 

Jacquelyn Hudson – Assistant Laboratory Manager 
Mark Dunham – Chemist  

LaDonna Nunley – Chemist 
Lori Scott – Senior Chemist 

Ke’Shawne D. Bryant – Senior Chemist 
Deborah Stephenson – Senior Chemist 

Michael Camp – Chemist 
Hsiao-Yun Kuan “Nina” – Chemist 

Arleen McGhee – Chemist 
Ligia Beckwith – Chemist 

 
PARAMETERS AND METHODS 

Total Coliform –  SM 9223B Enzyme Substrate (Colilert 24-Hour Presence/Absence) 
 SM 9223B Enzyme Substrate (Colilert 18-Hour Presence/Absence) 
 SM 9223B Enzyme Substrate (Colilert QuantiTray MPN) 
 SM 9222B Membrane Filtration (MI agar CFU) 

Fecal Coliform – SM 9222D Membrane Filtration (m-FC agar CFU) 

E. coli –  SM 9223B Enzyme Substrate (Colilert 24-Hour Presence/Absence) 
 SM 9223B Enzyme Substrate (Colilert 18-Hour Presence/Absence) 
 SM 9223B Enzyme Substrate (Colilert QuantiTray MPN) 
 SM 9222B Membrane Filtration (MI agar CFU) 

Heterotrophic Plate Count –  SM 9215 Pour Plate (SM Agar CFU) 

Enterococcus – SM 9223B Enzyme Substrate (Enterolert) 

 
Certificate No.  130 

Expiration Date:   August 31, 2018 
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